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ThrombusComputational modelling to calculate the mechanical loading within atherosclerotic plaques has been
shown to be complementary to deﬁning anatomical plaque features in determining plaque vulnerability.
However, its application has been partially impeded by the lack of comprehensive knowledge about the
mechanical properties of various tissues within the plaque. Twenty-one human carotid plaques were col-
lected from endarterectomy. The plaque was cut into rings, and different type of atherosclerotic tissues,
including media, ﬁbrous cap (FC), lipid and intraplaque haemorrhage/thrombus (IPH/T) was dissected for
uniaxial extension testing. In total, 65 media strips from 17 samples, 59 FC strips from 14 samples, 38
lipid strips from 11 samples, and 21 IPH/T strips from 11 samples were tested successfully. A modiﬁed
Mooney–Rivlin strain energy density function was used to characterize the stretch–stress relationship.
The stiffnesses of media and FC are comparable, as are lipid and IPH/T. However, both media and FC
are stiffer than either lipid or IPH/T. The median values of incremental Young’s modulus of media, FC,
lipid and IPH/T at k = 1 are 290.1, 244.5, 104.4, 52.9, respectively; they increase to 1019.5, 817.4, 220.7
and 176.9 at k = 1.1; and 4302.7, 3335.0, 533.4 and 268.8 at k = 1.15 (unit, kPa; k, stretch ratio). The mate-
rial constants of each tissue type are suggested to be: media, c1 = 0.138 kPa, D1 = 3.833 kPa and
D2 = 18.803; FC, c1 = 0.186 kPa, D1 = 5.769 kPa and D2 = 18.219; lipid, c1 = 0.046 kPa, D1 = 4.885 kPa and
D2 = 5.426; and IPH/T, c1 = 0.212 kPa, D1 = 4.260 kPa and D2 = 5.312. It is concluded that all soft athero-
sclerotic tissues are non-linear, and both media and FC are stiffer than either lipid or IPH/T.
 2014 Acta Materialia Inc. Published by Elsevier Ltd. This is an open access article under the CC BY-NC-
ND license (http://creativecommons.org/licenses/by-nc-nd/3.0/).1. Introduction
Stroke is the third leading cause of death globally [1], with car-
otid atherosclerotic disease responsible for 25–30% of cerebrovas-
cular ischemic events in western nations [2]. Currently, carotid
luminal stenosis is the only validated diagnostic criterion for risk
stratiﬁcation, but this criterion becomes less reliable in patients
with mild to moderate stenoses. Clinical trials have shown that
carotid endarterectomy (CEA) provides maximum beneﬁt for
patients with signiﬁcant carotid stenoses (P70%), but the overall
beneﬁt of CEA becomes negligible when stenosis severity is
reduced (<70%). Importantly, the majority of clinical events occurin patients with mild to moderate carotid stenoses [3,4]. Novel
non-invasive diagnostic screening methods are urgently needed
to identify vulnerable plaques earlier in an attempt to avoid acute
ischemic events.
Atherosclerotic plaques are multicomponent structures com-
posed of some, or all, of the following components: lipid, calcium,
plaque haemorrhage (PH) and ﬁbrous cap (FC). A typical vulnerable
carotid plaque underlying a clinical event is frequently character-
ized by the presence of PH and FC rupture. These features can be
quantiﬁed by in vivo medical imaging modalities, including
high-resolution, multi-contrast magnetic resonance imaging
(MRI) [5–7], and used to predict events in symptomatic [8,9] and
asymptomatic [10,11] patients. In a meta-analysis of 31 histologi-
cal studies, the prevalence of PH was increased in symptomatic vs.
asymptomatic patients [12]. Similarly, in a recent meta-analysis of
eight clinical studies of 689 patients, the hazard ratio of MRI-
depicted PH in symptomatic patients was 11.7 [13]. FC rupture is
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of 60% [14]. In vivo imaging-based studies have demonstrated an
association between FC rupture and subsequent events in symp-
tomatic patients [8]. Event rates are increased when combinations
of these two features are present [15]. Although 60–70% symptom-
atic patients exhibit PH or FC rupture at baseline [12,14,16], only
15% will experience a recurrent event at one year [17,18]. From
these results, it is clear that image-detected PH or FC rupture alone,
or in combination, cannot serve as a robust marker for prospective
cerebrovascular risk, and additional analyses or biomarkers are
required.
Carotid atherosclerotic plaques continually undergo large
deformations as a result of blood pressure and ﬂow. From a mate-
rial viewpoint, rupture could possibly occur when the external
loading exceeds the plaques’ material strength. Therefore, biome-
chanical analysis may provide complementary information to
plaque structure and luminal stenosis in determining vulnerability.
Previous results have shown that most rupture sites are also sites
of increased mechanical stress [19–22]. Calculating mechanical
stress within FC may help differentiate symptomatic and asymp-
tomatic individuals [23–25] and could provide incremental infor-
mation to predict subsequent ischemic cerebrovascular events in
symptomatic patients in the carotid [26] and coronary [27]. These
ﬁndings suggest that plaque morphology features and critical
mechanical condition should be considered in an integrative way
for a more accurate vulnerability assessment.
However, the clinical applicability of numerical simulations has
been partially impeded by a lack of data regarding the mechanical
properties of various atherosclerotic plaque components. Direct
material measurements from human atherosclerotic tissues are
limited (readers are referred to summaries on the direct measure-
ments with atherosclerotic tissue in Refs. [28,29]). In particular,
the material properties of lipid and intraplaque haemorrhage/
thrombus (IPH/T) have never been explored. This study presents
data on the material behaviour of media, FC, lipid and IPH/T using
uniaxial extension testing.
2. Materials and methods
2.1. Tissue preparation and testing
Twenty-one patients with symptomatic carotid atherosclerotic
diseases who were scheduled for CEA were recruited consecu-
tively. The patient demographics are listed in Table 1. The study
was approved by the local ethics committee, with all patients
giving written informed consent. Carotid plaques were collected
during surgery and banked in liquid nitrogen for <4 months prior
to testing. Cryoprotectant solution (20% dimethylsulfoxide (DMSO)
in 5% human albumin solution) added to a ﬁnal concentration of
10% DMSO was used to prevent ice crystals damaging the tissue.
Prior to testing, samples were thawed in a 37 C tissue bath and
cut into rings 1–2 mm thick perpendicular to the blood ﬂow
direction from proximal (closer to the heart) to distal, using a
scalpel. Approximately 10 rings were obtained from each plaque,
and alternate rings were used for material testing. Each ring was
further dissected to separate different atherosclerotic tissueTable 1
Patient demographics (n = 21).
Male, n (%) 18 (85.7)
Age (mean ± SD) 68.2 ± 7.4
Hypertension, n (%) 19 (90.5)
Coronary artery disease, n (%) 6 (28.6)
Diabetes mellitus, n (%) 4 (19.0)
Previous use of statin, n (%) 12 (57.1)
NASCET deﬁned stenosis (%) 72.3 ± 17.0components along the ring under a stereo microscope using ﬁne
ophthalmic clamps and scissors (Figs. 1–3). The tissue strips were
prepared carefully to minimise variation in width and thickness
along the length. FC and media were relatively easy to identify
and separate; lipid appeared yellow or yellowish, based on visual
inspection (Fig. 2); and red or erythroid brown was classiﬁed as
IPH or thrombus (Fig. 3).
An in-house-designed tester, consisting of a stepper motor
(Miniature Steel Linear Stages, Newport Corporation, USA), load cell
(custom designed), camera (PixeLink PL-B776U 3.1MP USB2 Colour
Camera, PixeLINK, Canada) and controlling system developed in
LabView 2011 (National Instruments, USA), was used to perform
the uniaxial extension tests. The position resolution of the stepper
motor was 0.1 lm; the precision of the load cell was 0.0005 N,
and the measuring range was 2 N; the image size was
2048  1536 pixels, with an 80  60 mm2 ﬁeld of view. The tissue
strip was mounted on the tester using modiﬁed 6-cm straight hae-
mostatic clamps (Shanghai Medical Instruments (Group) Ltd., Corp.
China). The clamped section of each end was 1–1.5 mm. After ﬁve
preconditioning cycles (by moving one of the clamps 2.5% of the
total distance between the two clamp ends at a speed of
0.05 mm s1), the testing was performed with a speed of
0.01 mm s1 in a 37 C saline bath with a 0.005 N pre-loading.
Waterproof black ink markers were placed on the surface to trace
local displacement. The centre of each marker was identiﬁed, and
the local stretch ratio was calculated from the distance between
the centres. The Cauchy stress was converted from the measured
force signal using the strip thickness, the width at rest and the
stretch ratio, with thematerial being assumed to be incompressible.
2.2. Data processing
A modiﬁed Mooney–Rivlin strain energy density function was
used to characterize the stretch–stress relationship of each tissue
type:Media
Fig. 1. A representative tissue section with FC and media: (A) the intact section
with FC, media and lipid marked by a yellow asterisk; (B) isolated tissue strips of FC
and media.
(A) (B)
*
*
Lipid
Fig. 2. A representative tissue ring with a big lipid core: (A) the ring from the severe stenotic site; (B) isolated lipid strips; lipid was marked by a yellow asterisk and lumen by
a white asterisk.
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Fig. 3. Nearly occluded plaque ring with recent thrombus and a section with IPH: (A) the ring with a big thrombus; (B) isolated thrombus strips; (C) the section with
intraplaque; (D) isolated IPH strip; thrombus and IPH were marked by pink asterisks and lumen was marked by a white asterisk.
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in which I1 and J are the ﬁrst invariant and Jacobian of the deforma-
tion gradient tensor, respectively; D1 and D2 are material constants,
and K is the Lagrange multiplier for the incompressibility. Material
constants were obtained by minimising the following objective
function
S ¼
XN
i¼1
jri  rei j
and relative error was used to assess the ﬁtting quality
c ¼
PN
i¼1jri  rei jPN
i¼1jrei j
 100%
in which ri and rei are the predicted and measured stress, respec-
tively; and N is the number of data points. In order to obtain a single
constant set of each tissue type for the convenience of computa-
tional simulation, in this study, stretch and stress were both
averaged in small energy intervals. The elastic energy at each
stretch level was deﬁned as
WðkÞ ¼
Z k
1
rðkÞdk
in which r is the Cauchy stress at the stretch level of k. For each
type of tissue, 100 equal distance intervals were placed betweenStretch ratio
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Fig. 4. The stretch–stress curve of each strip from each tissue type and the correspondin
(A) media; (B) FC; (C) lipid; (D) IPH/thrombus.maximum [max(WiðkiÞ] and minimum [min(WiðkiÞ] energy levels,
and stretch and stress within each of them were averaged. To avoid
bias, intervals with at least ﬁve data points from different tissue
strips were used for further analysis.2.3. Statistical analysis
As multiple measurements were obtained from a single
plaque, a linear mixed-effect model was used to assess the dif-
ference between parameters of different tissue types. All statis-
tical analyses were performed in R 2.10.1 (The R Foundation for
Statistical Computing), with statistical signiﬁcant assumed if
P < 0.05.3. Results
In total, 65 media strips from 17 samples, 59 FC strips from 14
samples, 38 lipid strips from 11 samples, and 21 IPH/T strips from
11 samples were collected and tested successfully. For each plaque
sample, 8.7 ± 2.1 tissue strips were tested. The thickness, width
and length of tissue strips are: media, 0.91 ± 0.30, 1.85 ± 0.41,
15.00 ± 4.21; FC, 0.97 ± 0.26, 1.82 ± 0.47, 12.30 ± 3.22; lipid,
1.28 ± 0.42, 1.74 ± 0.59, 9.92 ± 2.10; and IPH/T, 1.31 ± 0.32,
1.62 ± 0.37, 9.77 ± 3.02 (unit, mm). It is essential to minimise the
variation in width and thickness of tissue strip along the lengthStretch ratio
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g averaged data points (black points) with error bars and ﬁtted curves (black lines):
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ments and the assumption of incompressibility. In this study, the
variation (=standard deviation/mean  100%) in thickness and
width of media were 11.8 ± 5.2% and 7.0 ± 3.8%, respectively; those
of FC were 12.7 ± 6.3% and 7.0 ± 3.4%, respectively; those of lipid
were 8.4 ± 4.0% and 4.9 ± 1.6%, respectively; and those of IPH/T
were 9.7 ± 4.2% and 6.7 ± 2.1%, respectively. The test was stopped
when the tissue strip slid or broke at the stretch ratio of: media,
1.14 [1.10, 1.19]; FC, 1.13 [1.09, 1.20]; lipid, 1.15 [1.10, 1.26] and
IPH/T, 1.30 [1.17, 1.33] (median [inter quartile range]). It can be
seen from Fig. 4 that stress–stretch curves usually are not smooth.
This generally represents tearing or failure of the tissue when
stretched. Each curve and corresponding images taken during the
stretching were inspected carefully, and the data points generated
after an identiﬁable tear or sliding were excluded for ﬁnal analysis.
All tissue types, including lipid and IPH/T, displayed non-linear
stretch–stress behaviour, showing an increased stiffness with
stretching (Fig. 4). A modiﬁed Mooney–Rivlin strain energy density
function was able to capture these stretch–stress relationships
(Fig. 4). It was found that the material behaviour of each tissue
type was not only patient-dependent, but also location-dependent.
The averaged data point at each energy interval for each tissue type
and the corresponding ﬁtting curve (line in black) are plotted in
Fig. 4. The material constants of each tissue type were: media,
c1 = 0.138 kPa, D1 = 3.833 kPa and D2 = 18.803 (c = 19.1%); FC, c1 =
0.186 kPa, D1 = 5.769 kPa and D2 = 18.219 (c = 19.6%); lipid,
c1 = 0.046 kPa, D1 = 4.885 kPa and D2 = 5.426 (c = 21.1%); and IPH/
T, c1 = 0.212 kPa, D1 = 4.260 kPa and D2 = 5.312 (c = 17.5%). As indi-
cated by D2, both media and FC are much stiffer than either lipid or
IPH/T (P < 0.05). This comparison is shown in Fig. 5.
Considering the non-linearity of each tissue type, the incremen-
tal elastic modulus
EðkÞ ¼ dr
dk
was used for a quantitative comparison. As listed in Table 2, the
incremental elastic moduli of media and FC were comparable atTable 2
Incremental elastic modulus E(k) for each tissue type at differing stretch levels (unit, kPa;
Tissue type k = 1 k = 1.05
Media 290.1 [75.3, 561.5] 379.6 [121.1, 1106.5
Fibrous cap 244.5 [134.7, 517.8] 347.3 [189.6, 804.9]
Lipid 104.4 [31.6, 270.0] 173.4 [47.5, 384.3]
IPH/T 52.9 [27.6, 133.7] 72.3 [38.0, 157.6]
Media
Fibrous cap
Intraplaque hemorrhage/thrombus
Lipid
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Fig. 5. Comparison of averaged data points and ﬁtted curve from each tissue type.
Media and FC show similar material behaviour; both lipid and IPH/thrombus are
much softer.different stretch levels, as were lipid and IPH/T (P > 0.05). The values
of media and FC were all signiﬁcantly higher than either lipid or
IPH/T (P < 0.05).4. Discussion
The present study directly quantiﬁed the material properties,
in the circumferential direction, of media, FC, lipid and IPH/T from
human carotid atherosclerotic plaques. The results highlight that
all these tissues exhibit non-linear behaviour, showing increased
stiffness while stretched (Figs. 4 and 5 and Table 2). The stiffness
of media and FC at all stretch levels in the range 1.0–1.2 were com-
parable (P > 0.05), and the same observation is found between lipid
and IPH/T. However, the stiffness of media or FC was signiﬁcantly
higher than that of either lipid or IPH/T.
Owing to the difﬁculty in obtaining patient-speciﬁc material
properties for each atherosclerotic plaque component, a single
set of material constants is used for all patients in clinically orien-
tated studies. This study proposed to average the stretch and stress
within each small elastic energy interval to produce a set of mate-
rial constants for each tissue type. Other averaging strategies, such
as stretch-based and stress-based intervals, have also been tried.
For a stretch-based interval, the stretch range was divided into
100 equal-distance intervals, and stress values within each interval
were averaged (black data points in Fig. 6; every other point is
plotted); and for stress-based intervals, intervals were created
within the stress range, and stretches were averaged (blue data
points in Fig. 6; every other point is plotted). By comparing data
points, the energy-based processing approach (green data points
in Fig. 6; every other point is plotted) may be the most suitable
to generate the representative curve. There was no signiﬁcant dif-
ference in ﬁtting if 80 or 120 intervals were used.
It should be noted that the ﬁtting results for each curve depend
on the initial guessed values, i.e. there are multi sets of c1, D1 and
D2, which can all ﬁt the stress–stretch curve well (Fig. 7). Therefore,
either median or mean values of the constants for each tissue stripmedian [inter quartile range]).
k = 1.1 k = 1.15
] 1019.5 [257.1, 2960.2] 4302.7 [1216.8, 8791.7]
817.4 [359.0, 2698.0] 3335.0 [825.5, 11721.2]
220.7 [78.0, 549.4] 533.4.4 [195.1, 1060.1]
176.9.0 [45.3, 281.7] 268.8 [58.5, 699.8]
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Fig. 6. The averaged data points of media obtained using different averaging
strategies: black, averaged within intervals of stretch ratio; blue, averaged within
intervals of stress; and green, averaged within intervals of energy.
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Experimental data point
The fitting curve with initial values 
of 10, 10, and 20 for c1, D1 and D2, 
respectively
The fitting curve with initial values 
of 1, 100, and 2 for c1, D1 and D2, 
respectively
Fig. 7. Different sets of material constants can ﬁt an experimental curve well. The
constants for line in green are: c1 = 9.495  108, D1 = 2.155 kPa, D2 = 13.570 and
c = 5.6%; and those for black line are: c1 = 0.650, D1 = 2.167 kPa, D2 = 13.499 and
c = 5.5%.
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local minimisation is achieved in ﬁtting the experimental curve.
Previously reported studies focused mainly on the material
behaviour of FC or whole plaques, while lipid, IPH and thrombus
have been assessed less (Table 3). As shown in Table 2, both media
and FC are relatively stiff materials. The median values of incre-
mental Young’s modulus of media and FC at k = 1 are 290.1 kPa
and 244.5 kPa, respectively, and they increase to 1019.5 kPa and
817.4 kPa at k = 1.1. These values are larger than some previously
reported values of Young’s modulus (Table 3), but comparable with
the values reported by Learoyd and Taylor [30]. Such variabilityTable 3
Studies of direct material measurements on human carotid atherosclerotic plaques.
Author Samples
(n)
Method Tissue type
Learoyd and Taylor [30] 7 Expansion Whole plaque
Ebenstein et al. [37] 10 Nano-
indentation
Hematoma and ﬁbrous
tissue
Teng et al. [38] 6 Uniaxial
extension
Intima thickness with/
without small lipid
Maher et al.[39] 14 Indentation
and uniaxial
extension
Not mentioned
Barrett et al. [40] 8 Indentation FC
Lawlor et al. [41] 14 Uniaxial
extension
Whole plaque
Kural et al. [42] 5 Biaxial test Not mentioned
Chai et al. [43] 8 Indentation FC and lipid
Mulvihill et al. [44] 25 Uniaxial
extension
Whole plaque
This study 21 Uniaxial
extension
FC, media, lipid and
intraplaque hemorrhage/
thrombus (IPH/T)may be attributable to the method of tissue preparation and test-
ing used in the studies. If a whole plaque sample was tested under
extension, due to the ‘C’ shape of the tissue sample, the stretch
ratio could be overestimated, as the displacement induced by
bending could be misinterpreted as tissue stretching. Moreover,
whole plaque samples are usually thick, wide and inhomogeneous,
not all parts can be stretched simultaneously, and therefore only a
part of the tissue would contribute to the loading. This could
underestimate stress when measured force is averaged over the
cross section. Either or both of these factors could lead to an under-
estimation of Young’s modulus. Alternatively, if indentation testing
is used, only tissue behaviour in compression is assessed, which
would not be sufﬁcient for ﬁbre-orientated materials where the
ﬁbres’ extension characterises the main feature of their mechanical
properties. Expansion tests with whole plaques could avoid these
limitations partially, but cannot assess the material behaviour of
each individual plaque component.
In this study, although some lipid and IPH/T were very fragile
and unstable, some were strong and ﬂexible, such as those shown
in Figs. 2, 3 and 8, permitting uniaxial testing. During the prepara-
tion process, fresh IPH was observed to dissolve easily in the saline
solution. Therefore, the IPH/T tested in this study was unlikely to
be acute, but more likely recent (more than 1 week old). Different
testing strategies should be adopted for these friable tissues, with
the most appropriate probably being indentation testing.
Considering the dramatic change in Young’s modulus for each
atherosclerotic component in a small stretching range, it would
be inappropriate to treat any of these as a linear material. This
non-linear behaviour is determined by their inherent microstruc-
ture. All soft atherosclerotic components, including FC, lipid and
IPH/T, are complicated ﬁbre-based materials. The predominant
component of media and FC is connective tissue matrix proteins,
particularly collagen types I and III, but also elastin and proteogly-
can. Lipid is a mixture of cholesterol clefts and collagen, with part
of it deriving from erythrocyte membrane cholesterol [31], which
is the debris of blood contents. IPH/T appears to be a complex,
age-dependent material. IPH is thought to be caused byMain conclusions
Incremental Young’s modulus at internal pressure of 40 mmHg was about
250 kPa, at 110 mmHg was 1000 kPa and at 160 mmHg was 3000 kPa
Young’s modulus of hematoma was 230 ± 210 kPa and the one of ﬁbrous
tissue was 270 ± 150 kPa
The material strength of adventitia was 1996 ± 867 kPa and 1802 ± 703 kPa
in the axial and circumferential directions respectively and the
corresponding value of media was 519 ± 270 kPa and 1230 ± 533 kPa.
Adventitia, media and intact specimens exhibited similar extensibility at
failure
Calciﬁed plaques had the stiffest response, while echolucent plaques were
the least stiff
The inferred shear modulus was found to be in the range 7–100 kPa with a
median value of 11 kPa
Experimental Green strains at rupture varied from 0.299 to 0.588 and the
Cauchy stress observed in the experiments was between 131 and 779 kPa
The Young’s modulus was 0.91–4.64 kPa in longitudinal direction and 1.32–
6.38 kPa in circumferential direction
Young’s modulus of ﬁbrous tissue was found in the range from 6 to 891 kPa
(median 30 kPa) and the one of lipid ranged from 9 to 143 kPa (median
16 kPa)
Rupture stress value for the lipid-dominated plaques is 342 ± 160 kPa and
the value for stiffer plaques (calcium to lipid ratio >1) is 618 ± 230 kPa
The stiffness of FC and media was comparable and so was lipid and IPH/T.
Both FC and media were much stiffer than either lipid or IPH/T
1 mm
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Fig. 8. Certain regions of lipid were not fragile and could undergo testing: (A) the ring with a big lipid core next to the one for material test; (B) the corresponding histological
slice conﬁrming the lipid content; (C) one of the lipid strips stretched; (D) the stretch–stress curve of the strip shown in (C); lipid is marked by a yellow asterisk and lumen by
a black asterisk.
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neovessels [32]. Once inside the plaque, erythrocytes rapidly
undergo lipid peroxidation, followed by phagocytosis via macro-
phages [33]. The primary trigger of carotid thrombus is FC rupture.
Platelet activation and ﬁbrin deposition occur following endothe-
lial disruption and through the exposure of intra-plaque thrombo-
genic factors [34]. The thrombus may ultimately remain in place,
with a new FC forming over the structure [35,36], leading to plaque
progression. In the plaque structure, various synthesis, decomposi-
tion and secretion processes occur, e.g. inﬂammatory cells change
the structure by secreting cytokines and proteolytic enzymes into
the extracellular matrix, resulting in both decreased synthesis
and enhanced destruction of extracellular matrix. These patholog-
ical processes are patient-, location- and time-dependent, which
may explain the large variability of material properties both within
and between studies.
As atherosclerotic plaques are heterogeneous structures, it can
be challenging to identify and separate each tissue component.
Prior to material testing, sample rings were chosen for training,
assessing the accuracy of operators to identify and separate plaque
component type through visual and histological means. In order to
isolate a component, such as FC (Fig. 9A) or media (Fig. 9B), an
initial small cut was made at the interface, using ﬁne scissors,and the two parts were separated carefully using ﬁne tweezers
(Fig. 9A). Histology examination was then used to conﬁrm tissue
type (Fig. 9D and E). Compared with IPH, it was relatively easier
to identify thrombus and/or lipid. Thrombus typically appeared
as a section of red/reddish substance obstructing the lumen
(Fig. 3A), while lipid was yellowish in colour (Fig. 2A and Fig. 8A
and B). IPH was a mixture of blood content, lipid and ﬁbrous
tissue (Fig. 3D) and was frequently located directly under FC
(Fig. 9C and F).
There are inherent limitations in the present study, owing to the
unique complexity of atherosclerotic plaques, namely: (1) only
material properties in the circumferential direction were assessed;
(2) some tissue strips, particularly lipid and IPH/T, may contain
more than one tissue type, owing to the highly heterogeneous
nature of atherosclerotic plaques. Although the authors attempted
to dissect tissue strips by careful inspection using a stereo micro-
scope, potential for tissue misclassiﬁcation remains; (3) the inﬂu-
ence of the tissue microstructure, including ﬁbre orientation, has
not been considered; and (4) although cryoprotectant solution
had been used in an effort to minimise ice crystal formation, there
was still potential for tissue damage during the freezing and stor-
age process. The tissue properties presented here may therefore
differ slightly from those obtained from fresh samples.
(A)
100 µm
(D)
200 µm
(F)
(C)(B)
100 µm
(E)
Fig. 9. Separation of FC and media and the identiﬁcation of FC, media and IPH using histology (H&E stain): (A) partially separated FC; (B) separated media with a small bit of
connective ﬁbrous tissue attached (marked by the arrow); (C) two adjacent rings with red/reddish IPH under FC (the one on the bottom is the same one shown in Fig. 3C); (D)
the histology examination conﬁrmed that the separated piece shown in (A) was ﬁbrous tissue; (E) the histological result of the region enclosed by the dash-box in (B) showing
well-organized media with less organized ﬁbrous tissue attached (arrow); (F) the histology conﬁrmed that the red part enclosed by the dash-in (C) was IPH under a very thin
FC.
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All soft atherosclerotic components in carotid plaques exhibit
non-linear behaviour, with both media and FC being stiffer than
either lipid or IPH/T. The stiffness of media and FC are comparable,
as are the stiffness of lipid and IPH/T. The material constants in the
modiﬁed Mooney–Rivlin strain energy density function of each tis-
sue type are suggested to be: media, c1 = 0.138 kPa, D1 = 3.833 kPa
and D2 = 18.803; FC, c1 = 0.186 kPa, D1 = 5.769 kPa and D2 = 18.219;
lipid, c1 = 0.046 kPa, D1 = 4.885 kPa and D2 = 5.426; and IPH/T,
c1 = 0.212 kPa, D1 = 4.260 kPa and D2 = 5.312.Disclosure
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Certain ﬁgures in this article, particularly Figs. 1–9, are difﬁcult
to interpret in black and white. The full colour images can be foundin the on-line version, at http://dx.doi.org/10.1016/j.actbio.2014.
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